
Julabo Bath & 10CB
Sample vs Bath Temperature

Sample Temperature = 0.8853 * (Bath Temperature) + 2.5428 (°C)
R2 = 0.9998

Temperature Range: -20°C to 125°C

-20

0

20

40

60

80

100

120

-25 0 25 50 75 100 125

Bath Temperature

Sa
m

pl
e 

Pr
ob

e 
Eq

ui
lib

ra
tio

n 
Te

m
pe

ra
tu

re

jeff
Text Box
Bath Temp  Probe Temp
-20               -13.9
5                  5.98
25                24.02
50                46.78
75                68.95
100              91.16
125              113.5




